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ABSTRACT 


Three  events  from  different  directions  were  selected  from  which  both  a 
P  and  a  Rayleigh  waves  energy  was  recorded  by  the  seven  vertical  long- 
period  seismographs  of  the  UBSO  array.  Using  the  power  density  spectra 
of  the  signals  and  noise  segments  preceding  the  signals,  signal-to-noise 
ratios  were  formed  for  the  simple  and  phased  summations.  The  simple 
summation  indicated  an  improvement  in  signal-to-noise  over  a  single  de¬ 
tector  of  approximately  17  dB  at  the  peak  noise  frequency  of  0.  0625  cps 
for  the  P-wave  signal,  but  showed  little  or  no  improvement  for  the 
Rayleigh  energy  because  of  the  large  degree  of  Rayleigh  signal  loss.  In 
all  three  cases  the  phased  summations  show  improvement  for  both  P  and 
Rayleigh  signals;  however,  the  degree  of  improvement  varied  from  event 
to  event  because  of  the  directional  properties  of  the  noise  sources. 
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EVALUATION  OF  THE  DETECTION  CAPABILITIES 
OF  THE  UBSO  LONG- PERIOD  ARRAY _ 


1.  INTRODUCTION 


1  .  1  GENERAL 

The  UBSO  long-period  array  is  a  seven-element  array  of  three -component 
long-period  seismographs.  The  array  has  the  shape  of  a  hexagon  with  a  spac¬ 
ing  of  23.3  kilometers  ±5  percent  between  sites.  Figure  1  shows  the  orienta¬ 
tion  of  the  array. 

Collection  of  data  and  management  of  the  array  are  accomplished  with  a  digital 
system.  The  data  samples  are  gain-ranged  in  11  discreet  steps  of  6  dB  each. 
The  output  from  the  gain-ranging  amplifier  is  digitized  at  the  site  at  the  rate 
of  one  sample  per  second  and  after  being  gain-ranged  and  digitized  the  data 
samples  are  transmitted  via  commercial  telephone  circuits  to  the  Central 
Recording  Building  (CRB).  Data  from  all  sites  are  received  at  the  CRB  and 
written  on  seven-tract  magnetic  tape  in  an  IBM-compatible  format. 

The  data  samples  from  the  sites  are  also  sent  to  a  digital-to-analog  converter. 
After  the  conversion  to  analog  and  additional  filtering  has  been  performed,  the 
data  are  recorded  on  16-millimeter  film.  The  results  of  the  additional  filter¬ 
ing  can  be  seen  from  the  system  frequency  response  in  figure  2.  It  can  also 
be  seen  from  the  same  plot  that  the  short-period  noise  (5-9  second)  is  allowed 
to  pass  through  the  digital  tape  system  and  is  attenuated  by  filtering  on  the 
1  6-millimeter  film. 


1.2  AUTHORITY 

The  research  described  in  this  report  was  supported  by  the  Advanced  Research 
Projects  Agency,  Nuclear  Test  Detection  Office,  and  was  monitored  by  the  Air 
Force  Technical  Applications  Center  (AFTAC).  Authorization  for  this  study  to 
be  completed  under  Project  VT/9703  was  included  in  a  letter  of  appro\  al  from 
the  Project  Officer  on  25  August  1969. 


1 .  3  METHOD  OF  STUDY 

This  report  deals  with  the  evaluation  of  the  detection  capability  of  the  I  BSO 
long-period  array.  The  purpose  is  to  show  the  effectiveness  of  simple  summa¬ 
tions  and  phased  summations  of  the  individual  seismograph  outputs  in  improving 
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Figure  1.  Uinta  Basin  Seis mologic al  Observatory  UP  Array 


the  long-period  seismographs  used  in 
1  array 
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s  ignal-to -noise  ratios  of  P-wave  and  Rayleigh -wave  signals.  The  flow  chart 
shown  in  figure  3  outlines  the  method  of  study. 

Processing  of  data  began  with  the  selection  of  an  appropriate  signal  and  a 
30-minute  noise  sample  preceding  the  signal.  The  data  samples  were  cor¬ 
rected  for  gain-ranging  and  demultiplexed  into  individual  components  before 
other  processing  was  accomplished.  An  x-y  digital  plot  was  generated  to 
visually  evaluate  the  data  and  to  obtain  delay  times.  The  delay  times  were 
measured  from  the  digital  plot  using  the  peak  trace  amplitude  within  the  first 
three  cycles  to  determine  the  differences  in  the  times  of  arrival  at  the  array 
elements.  Summations  were  formed  by  normalizing  the  individuals  to  the 
25-second  calibration  and  taking  the  mean  of  the  individuals,  with  delay  times 
being  applied  for  the  phased  summations. 

The  signal-to -noise  ratios  were  formed  by  using  the  power  density  spectra  of 
the  signal  and  the  noise.  The  power  density  spectra  were  computed  using  10- 
percent  lags  and  the  Parzen  smoothing  method  over  a  30-minute  noise  sample, 
a  6-minute  P-wave  signal,  and  a  10-minute  Rayleigh  wave  signal.  The  mean 
of  the  power  density  spectra  of  the  outputs  of  the  seven  individual  vertical  in¬ 
struments  was  used  as  the  spectrum  of  the  average  individual  instrument. 

This  average  individual  spectrum  was  used  to  determine  the  signal  and  noise 
attenuations  and  signal-to-noise  improvement  of  the  spectra  of  the  summations 
by  forming  ratios. 

All  data  samples  used  in  this  report  were  taken  from  the  UBSO  digital  tape 
seismograms.  However,  since  the  5-  to  9-second  microseisms  dominate  the 
digital  tapes,  it  was  necessary  to  make  all  preliminary  analysis  from  the  16- 
millimeter  analog  film  which  has  been  filtered  to  exclude  the  5-  to  9-second 
noise.  Assuming  that  this  noise  could  be  filtered  by  post  filtering  since  it  is 
outside  the  long-period  signal  frequency  band,  this  report  concentrates  mainly 
on  the  frequencies  within  the  signal  band.  All  spectral  plots  will  include  the 
frequencies  from  0.  01  cps  to  0.  2  cps,  but  the  plots  concerning  the  signal 
spectra  will  be  of  little  importance  between  0.  1  cps  and  0.  2  cps. 


2.  P-WAVE  SIGNAL 


Three  events  were  selected  for  the  P-wave  study  with  each  event  arriving  from 
a  different  direction.  The  time  segment  from  which  the  signal  power  density 
spectra  were  obtained  included  all  three  body  phases,  P,  PP,  PPP.  Since  the 
apparent  velocities  of  the  three  body  phases  are  almost  the  same,  the  beam 
steered  to  provide  maximum  enhancement  of  the  P  wave  is  essentially  steered 
to  all  three  phases. 

Figure  4  shows  a  13  November  1969  recording  of  several  body  phases  on  the 
UBSO  seven  individual  vertical  long-period  seismographs  and  the  summation 
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Figure  3.  Flow  diagram  of  method  of  study 
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and  phased  summations  that  were  generated  from  them.  From  the  digital 
plot  the  P,  PP,  and  PPP  phases  can  be  identified.  The  event,  arriving  from 
the  southeast,  had  its  epicenter  just  off  the  coast  of  northern  Chile,  a  great 
circle  distance  of  approximately  75  degrees  from  UBSO. 

On  26  November  the  UBSO  long-period  array  recorded  an  event  from  the  New 
Hebiides  Islands  area,  southwest  of  the  observatory,  at  a  great  circle  distance 
of  approximately  95  degrees.  The  body  phases  (P,  PP,  PPP)  can  be  seen  on 
the  digital  plot  (figure  5). 

Figure  6  is  the  digital  plot  of  a  signal  from  the  northwest  recorded  on  1  8  Dec¬ 
ember  1969-  The  event  from  Sakhalin  Island  occurred  approximately  70  degrees 
from  UBSO.  This  event  has  a  much  deeper  focus  than  the  other  two  events  and 
depth  phases  can  be  seen  on  the  digital  plot.  Table  1  may  be  used  to  supplement 
the  information  on  the  events  selected  for  the  study. 


2.  1  P-WAVE  SIGNAL  LOSS 

Power  density  spectra  for  th^  average  individual  and  the  summations  were 
computed  for  the  three  P-wave  signals.  The  plots  of  these  spectra  are  in 
appendix  1.  From  the  signal  spectra  it  was  found  that  the  peak  power  fre¬ 
quencies  were  0.  055  cps,  0.  039  cps,  and  0.  047  cps  for  the  13  November, 

26  November,  and  18  December  1969  events,  respectively.  Even  though  "-.his 
report  will  treat  the  signal  power  spectra  as  being  pure  signal,  the  samples 
consist  of  signal  plus  noise.  This  is  evident  in  the  18  December  signal  spec¬ 
trum  (appendix  1,  figure  3)  which  shows  a  high  frequency  noise  component 
peaking  at  0.  125  cps. 

The  signal  loss  in  dB  relative  to  the  average  individual  spectrum  resulting 
from  sum  ratios  and  phased  sum  ratios  for  the  three  events  from  different 
directions  are  shown  in  figures  7,  8,  and  9.  The  plots  show  that  for  each 
event  less  than  1  dB  of  signal  loss  occurred  in  the  P-wave  signal  frequency 
band.  The  loss  at  the  higher  frequencies  is  attributed  primarily  to  the  attenu¬ 
ation  of  noise  in  the  signal  time  segments  rather  than  actual  signal.  The 
following  table  was  prepared  to  facilitate  direct  comparison  of  the  signal  loss 
at  the  peak  power  frequencies  of  the  summations  relative  to  the  average  in¬ 
dividual  seismograms. 


Signal  loss  at  peak  power  frequency 


Direction 

from  UBSO 

Distance 
(degrees ) 

Peak  power 
frequency 

Summation 

loss  dB 

Phase  summation 

los  s  dB 

SE 

75 

0. 055  cps 

0.  6 

0.  1 

SW 

95 

0.  039 

0.  5 

0.  2 

NW 

67 

0.  047 

0.  5 

0.  2 
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LPZ1 


Figure  4.  UBSO  digital  long-period 
seismogram  illustrating  the  P-wave  signal 
arrival  from  the  northern  coast  of  Chile  or 
13  November  1969.  Epicentral  data: 

A  ~  75°,  h  =  normal,  magnitude  =*  5.8. 
(Vertical  scale  is  1  millimeter  =  99.  2 
millimicrons) 
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Figure  5.  UBSO  digital  long-period 
seismogram  illustrating  the  P-wave  signal 
arrival  from  the  New  Hebrides  Islands  on 
26  November  1969.  Epicentral  data: 

A  =«  95°,  h  =  normal,  magnitude  =-  4.  6. 
(Vertical  scale  is  1  millimeter  =  55.  1 
millimicrons ) 
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Figure  6.  UBSO  digital  long-period 
seismogram  illustrating  the  P-wave  signal 
arrival  from  Sakhalin  island  on  18  December 
1969.  Epicentral  data:  A  ^  70  ,  h  =*  344  km, 
magnitude  =  5.  9.  (Vertical  scale  is 
1  millimeter  =  218.2  millimicrons) 
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Figure  9.  Attenuation  by  the  unphased  sum  and  the  phased  sum  relative  to  the  average- 
individual  of  a  teleseismic  P  wave  recorded  at  UBSO  on  18  December  1969 
from  the  northwest 


From  the  table  it  is  apparent  that  the  improvement  of  the  sum  over  the  phase 
sum  is  0.  5  dB  for  the  event  from  the  SE,  while  the  improvement  for  the  other 
events  is  0.3  dB .  The  relatively  small  amount  of  improvement  of  the  phase 
sum  over  the  straight  sum  is  expected  for  events  at  these  distances,  because 
the  apparent  velocities  of  the  body  phases  across  the  UBSO  array  are  so  great 
that  the  maximum  delay  time  over  the  23.3  kilometer  spacing  would  be  only 
3  to  4  seconds.  Events  occurring  at  a  closer  distance  than  those  used  in  this 
report  would  probably  give  slightly  more  loss  in  signal  of  the  straight  summa¬ 
tion. 


2.2  NOISE  LOSS 

The  power  density  spectra  plots  of  the  3  0-minute  noise  segments  preceding  the 
three  P-wave  signals  are  shown  in  appendix  2.  The  expected  noise  peaks  in 
the  two  frequency  bands  of  0.05  cps  to  0.  083  cps  and  the  0.11  cps  to  0.  2  cps 
can  be  seen  in  the  average  individual  power  density  spectra.  The  large  in¬ 
crease  in  the  power  density  of  the  higher  frequency  band  (0.  11  cps  to  0.2  cps) 
from  sample  to  sample  can  be  seen  from  the  plots.  This  increase  is  attributed 
to  the  seasonal  change  in  microseismic  noise  level  associated  with  the  winter 
season.  The  degree  of  attenuation  of  noise  spectra  of  the  summations  relative 
to  the  average  individual  power  density  spectra  for  the  three  noise  samples  can 
be  seen  in  figures  10,  11,  and  12.  The  data  indicate  that  the  unphased  summa¬ 
tion  attenuated  the  noise  from  approximately  12  dB  to  over  18  dB  between  0.  05 
cps  to  0.083  cps.  The  phased  summation  for  the  event  from  the  SE  (13  Novem¬ 
ber)  shows  approximately  the  same  amount  of  attenuation  as  the  unphased  sum¬ 
mations,  while  phased  summations  of  the  events  from  the  SW  (26  November) 
and  the  NW  (18  December)  show  greater  variance  in  their  attenuation  of  the 
noise.  In  the  noise  frequency  band  of  interest,  the  phased  sum  of  the  SW  event 
varied  from  10  dB  to  20  dB  of  noise  attenuation,  relative  to  the  average  indi¬ 
vidual,  while  the  phased  sum  of  NW  event  varied  from  9  dB  to  14  dB.  This 
variance  of  noise  attenuation  in  relatively  small  frequency  bands  is  probably 
due  to  the  presence  of  a  single  noise  source  which  is  much  stronger  than  the 
noise  sources  in  the  other  directions.  As  the  phased  sum  is  beamed  in  a 
direction  approaching  the  direction  of  the  strong  noise  source,  the  phased  sum 
attenuates  the  noise  less  than  the  straight  sum.  (This  effect  will  become  more 
apparent  in  our  discussion  of  Rayleigh  waves  as  the  velocity  of  the  noise  is 
much  closer  to  the  velocity  of  the  Rayleigh  wave  than  the  apparent  velocity  of 
the  P  wave  .  ) 

2.3  SIGNAL -TO -NOISE  IMPROVEMENT  FOR  P  WAVES 

The  signal -to -noise  ratios  were  calculated  using  the  power  density  spectra  of 
the  signals  and  noise.  The  plots  of  the  signal-to-noise  ratio  for  the  three 
P-wave  signals  are  shown  in  appendix  3. 
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Noise  attenuation  achieved  by  the  unphased  sum  and  the  phased  sum  relative  to 
an  average  individual  for  a  noise  sample  recorded  at  UBSO  on  13  November  1969 
(phased  sum  beamed  to  a  P  wave  from  the  southeast) 
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Noise  attenuation  achieved  by  the  unphased  sum  and  the  phased  sum  relative  to 
an  average  individual  for  a  noise  sample  recorded  at  UBSO  on  26  November  1969 
(phased  sum  beamed  to  a  P  wave  from  the  southwest) 
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The  signal-to-noise  improvement  (figures  13,  14,  and  15)  of  the  unphased 
sum  and  phased  sum  as  compared  to  the  averaged  individual  seismogram  in¬ 
dicates  that  the  unphased  sum  of  the  three  signals  had  maximum  improvement 
of  over  17  dB  for  the  three  samples  chosen  at  approximately  C.  0625  cps  (the 
frequency  of  the  peak  noise  power).  However,  the  frequency  of  maximum 
improvement  achieved  by  the  phased  sum  varied  from  sample  to  sample  be¬ 
cause  of  the  directional  characteristics  of  the  noise  sources.  The  improve¬ 
ment  at  a  given  frequency  is  primarily  determined  by  the  direction  to  which 
the  beam  is  tuned  and  the  directional  characteristics  of  the  noise  source  at 
that  particular  wave  number.  The  signal-to-noisf1  improvement  of  the  un¬ 
phased  sum  versus  the  phased  sum  is  primarily  determined  by  the  noise 
attenuation  since  there  is  a  very  small  amount  of  signal  loss  due  to  summa¬ 
tions  of  P-wave  signals. 

The  event  recorded  from  the  SE  and  SW  on  13  and  26  November  showed  that 
over  most  of  the  band,  the  unphased  sum  and  phased  sum  offered  about  the 
same  degree  of  signal-to-noise  improvement.  However,  the  phased  sum  of 
the  NW  event  (18  December)  shows  about  4  dB  less  improvement  than  the  un¬ 
phased  sum  but  attenuated  the  noise  more  than  11  dB,  relative  to  the  individual 
seismogram,  over  the  entire  signal  band. 

The  following  table  shows  the  signal-to-noise  ratio  improvement  of  the  two 
summations  at  the  frequency  of  peak  signal  power. 


S/N  Improvement  at  peak 

signal  power  frequency 

Direction 

Peak  power 

Sum 

Phase  sum 

of  event 

frequency 

improvement 

improvement 

SE 

. 055  cps 

13.  5  dB 

14.  8  dB 

SW 

.039  cps 

6.  2  dB 

6.  6  dB 

NW 

. 047  cps 

10.  5  dB 

8.4  dB 

As  expected,  the  event  that  occurred  on  13  November  with  a  frequency  closer 
to  the  peak  noise  power  (.0625  cps)  showed  the  greatest  improvement  on  both 
summations,  while  the  event  of  26  November  (SW),  with  a  frequency  farther 
away  from  the  peak  noise  frequency,  was  improved  least. 

The  following  table  shows  the  improvement  due  to  the  noise  attenuation  at  the 
average  peak  noise  power  frequency. 
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Figure  13.  Improvement  in  s  ignal-to - nois e  ratio  exhibited  by  the  unphased  sum  and  the 

phased  sum  relative  to  an  average  individual  for  a  teleseismic  P  wave  recorded 
at  UBSO  on  13  November  1969  from  the  southeast 


S/N  Improvement  at  average  peak  noise  power  (.  0625  cps) 


Direction  of  event  Sum  improvement  Phase  sum  improvement 

SE  17. 8  dB  18.  5  dB 

SW  17. 3  dB  16.  5  dB 

NW  17.  8  dB  13. 0  dB 

3.  RAYLEIGH  WAVES 


The  Rayleigh  waves  used  to  determine  the  detection  capability  of  the  UBSO 
long-period  array  were  from  the  same  events  as  those  used  for  the  P-wave 
study.  The  epicentral  location,  date,  magnitude,  and  additional  information 
are  shown  in  table  1.  The  digital  plots  showing  the  recordings  of  the  seven 
individual  vertical  long-period  instruments  recorded  on  UBSO  digital  tape  are 
shown  in  figures  1 6 ,  17,  and  18.  Also  included  on  each  plot  are  the  unphased 
sum  and  phased  sum  generated  from  the  digital  samples  of  the  seven  instru¬ 
ments  . 


3.  1  ATTENUATION  OF  RAYLEIGH  WAVE  SIGNALS 

The  complexity  of  Rayleigh  waves  complicates  the  determination  of  the  amount 
of  signal  loss  on  the  summations.  Note  the  element-to-element  variation  in 
characteristics  shown  on  the  digital  plots  of  the  13  November  event  (figure  16). 
The  coda  of  the  Rayleigh  signal  from  the  26  November  event  shows  more 
element-to-element  consistency  than  did  the  13  November  event.  The  Rayleigh 
waves  of  the  18  December  event  is  to  a  large  extent  overridden  by  the  back¬ 
ground  noise;  but  the  spectral  data  indicate  a  minimum  amount  of  variation 
from  seismograph  to  seismograph. 

This  lack  of  consistency  after  the  first  few  cycles  makes  accurate  determina¬ 
tion  of  the  most  representative  value  of  the  power  on  the  individual  traces 
difficult  because  of  the  great  variance  in  power  at  the  shorter  periods  of  the 
Rayleigh  wave  signal  from  instrument  to  instrument.  The  mean  of  the  power 
density  spectra  of  the  seven  vertical  traces  was  selected  to  represent  the  in¬ 
dividual  density  spectra  over  the  10-minute  signal  segment. 

The  dispersive  characteristic  of  Rayleigh  waves  further  degrades  the  effective¬ 
ness  of  the  unphased  summation  because  signal  loss  due  to  instrument  separa¬ 
tion  is  greatest  at  the  shorter  periods.  With  the  peak  power  of  the  average 
individual  being  concentrated  in  the  higher  frequencies,  the  amount  of  signal 
loss  on  the  straight  sum  should  be  considered  at  not  only  the  peak  power  of  the 
individual,  but  at  the  frequency  of  the  first  few  cycles.  The  following  table 
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presents  the  frequency  of  the  first  few  cycles  (obtained  from  digital  plot)  and 
the  peak  power  frequency  of  the  power  density  spectra  (shown  in  appendix  1). 


Frequencies  in  the  Rayleigh  wave 


Date 


Frequency  of  Individual 

first  few  cycles  peak  power 
_ (cps) _  (cps) 


Unphased 
peak  power 
_ (cps) 


Phas  ed 
peak  power 


13  Nov  69  0.  041 

26  Nov  69  0.  031 

18  Dec  69  0.  034 

The  degree  of  signal  loss  at  selected  frequencies  of  the  power  density  can  be 
seen  in  figures  19,  20,  and  21.  As  to  be  expected  from  the  instrument  separa¬ 
tion  of  the  LP  array,  the  unphased  sum  shows  greater  signal  loss  at  all  fre¬ 
quencies  in  the  Rayleigh  wave  frequency-band  than  the  phased  sum.  The 
maximum  attenuation  of  the  unphased  sum  occurred  at  the  higher  frequencies 
of  the  coda  of  the  Rayleigh  waves  of  the  three  events.  Note  that  the  18  Dec¬ 
ember  event  shows  little  effects  of  dispersion  and  had  less  than  10  dB  of 
signal  loss  at  the  higher  frequencies  while  the  two  events  showing  this  maxi¬ 
mum  dispersive  effect  lose  over  18  dB  of  power.  At  the  frequencies  of  the 
first  few  cycles  of  each  event  the  degree  of  signal  loss  was  only  7  dB,  7.  9  dB, 
and  3.2  dB,  respectively. 

The  phased  sum  also  suffered  greater  signal  loss  in  the  higher  Rayleigh  fre¬ 
quencies  but  the  maximum  attenuation  was  only  4.4  dB  on  the  13  November 
event.  An  interesting  observation  is  the  signal  loss  of  the  phased  sum  on  the 
26  November  event.  This  event  showed  the  dispersive  effects,  but  had  less 
than  1  dB  of  signal  loss  in  the  Rayleigh  wave  frequency  band.  The  good  pre¬ 
dictability  of  this  Rayleigh  wave  compared  to  the  other  two  events  indicates 
the  possibility  that  the  signal  loss  at  the  higher  frequencies  on  the  13  Novem¬ 
ber  and  the  18  December  events  is  due  more  to  the  inability  to  determine  the 
signal  power  of  the  average  individual  than  to  the  array  design. 


0.  056 

0.  039 

0.  054 

0.  047 

0.  039 

0.  047 

0.  031 

0.  031 

0.  031 

3.2  NOISE  ATTENUATION 

The  two  noise  fields  that  usually  peak  between  0.  05  cps  to  0.  083  cps  and  be¬ 
tween  0.  11  cps  to  0.  2  cps  were  discussed  in  section  2. 2.  As  was  the  case 
in  the  P-wave  discussion,  the  signal  frequency  band  for  Rayleigh  waves  is 
outside  the  higher  frequency  noise  band.  Therefore,  the  Rayleigh  wave  study 
also  concentrated  primarily  on  the  lower  frequency  band;  however,  all  spec¬ 
tral  plots  include  both  frequency  bands. 
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Figure  16.  UBSO  digital  long-period 
seismogram  illustrating  the  Rayleigh  wave 
arrival  from  the  northern  coast  of  Chile  on 
13  November  1969.  Epicentral  data: 

A  =*  75  ,  h  =  normal,  magnitude 5.  8. 
(Vertical  scale  is  1  millimeter  =  496.2 
millimicrons) 
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Figure  17.  UBSO  digital  long-period 
seismogram  illustrating  the  Rayleigh  wave 
arrival  from  the  New  Hebrides  Islands  on 
26  November  1969.  Epicentral  data: 

A  =*  95°,  h  =  normal,  magnitude  ^  4.  6. 
(Vertical  scale  is  1  millimeter  =  1101.5 
millimicrons) 
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Figure  18.  UBSO  digital  long-period 
seismogram  illustrating  the  Rayleigh  wave 
arrival  from  Sakhalin  Island  on  18  December 
1969.  Epicentral  data:  A  =* 70,  ,  h  =*  344  km, 
magnitude  =-  5.  9.  (Vertical  scale  is  1 
millimeter  =  171.8  millimicrons) 
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Figure  19*  Attenuation  by  the  sum  and  the  phased  sum  relative  to  the  average  individual  of 
a  Rayleigh  signal  recorded  at  UBSO  on  13  November  1969  from  the  southeast 
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Figure  20.  Attenuation  by  the  sum  and  the  phased  sum  relative  to  the  average  individual  of 
a  Rayleigh  signal  recorded  at  UBSO  on  26  November  1969  from  the  southwest 
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Attenuation  by  the  sum  and  the  phased  sum  relative  to  the  average  individual  of 
a  Ravleigh  signal  recorded  at  UBSO  on  18  December  1969  from  the  northwest 


The  noise  power  density  spectra  (shown  in  appendix  2)  of  the  noise  segment 
recorded  preceding  the  events  on  13  November,  26  November,  and  18  Decem¬ 
ber  indicate  that  the  frequencies  of  the  peak  noise  power  in  the  lower  frequency 
band  were  0.  066,  0.  064,  and  0.  055  cps ,  respectively. 

The  spectral  density  of  individuals  of  18  December  noise  segment  indicated  a 
large  increase  in  power  at  approximately  0.055  cps  and  secondarily  at  approxi¬ 
mately  0.  07  cps,  a  peak  occurring  in  all  three  samples.  Review  of  the  UBSO 
1 6 -millimeter  film,  from  which  the  higher  frequency  noise  has  been  filtered, 
there  was  an  apparent  increase  in  the  average  trace  amplitude  of  the  back¬ 
ground  noise  on  the  18  December  sample  relative  to  the  earlier  events.  Fur¬ 
ther  investigations  indicated  that  the  noise  band  peaking  at  0.  055  cps  was  from 
the  WNW  traveling  at  a  velocity  across  the  array  oi  approximately  3.4  km  per 
second. 

The  attenuation  of  the  noise  by  both  the  phased  and  unphased  summations 
relative  to  the  average  individual  can  be  seen  in  figures  22,  23,  and  24.  On 
all  three  noise  samples  the  unphased  sum  shows  maximum  improvement  of 
over  17  dB  at  0.  0625  cps,  which  is  approximately  the  peak  noise  frequency  on 
13  and  26  November.  The  unique  peak  noise  frequency  at  0.055  cps  on  the 
18  December  sample  was  attenuated  by  the  same  amount  as  the  other  samples 
but  the  phased  sum  showed  approximately  8  dB  less  improvement  than  the  un¬ 
phased  sum.  This  lack  of  improvement  on  the  phased  sum  between  0.  04  cps 
and  0.  07  cps  is  assumed  to  result  from  the  fact  that  the  event  and  the  noise 
source  are  from  close  to  the  same  general  direction  from  UBSO. 

On  the  phased  sum  of  all  three  noise  samples  it  is  apparent  that  it  is  difficult 
to  predict  the  amount  of  attenuat  on  in  the  Rayleigh  wave  frequency  band.  With 
the  predominant  noise  traveling  at  approximately  the  same  velocity  and  fre¬ 
quency  as  the  Rayleigh  waves  from  an  event,  the  amount  of  attenuation  is  pri¬ 
marily  determined  by  the  strength  of  the  noise  source  in  the  direction  of  the 
beam. 


3.3  SIGNAL- TO -NOISE  IMPROVEMENT  FOR  RAYLEIGH  WAVES 

The  signal-to -noise  improvement  jf  the  phased  and  unphased  summations 
relative  to  the  average  individual  were  calculated  from  the  signal-to-noise 
using  the  power  density  spectra.  A  plot  of  the  signal-to-noise  ratios  of  the 
average  individual,  phased  sum,  and  unphased  sum  can  be  seen  in  appendix  3. 
The  events  of  13  November  and  26  November  show  greater  improvement  in 
signal-to-noise  (figures  25  and  26)  on  the  phased  sum  than  the  unphased  sum. 
The  phased  sum  indicated  improvement  of  over  6  dB  in  the  Rayleigh  wave  sig¬ 
nal  on  the  two  events,  while  the  unphased  sum  had  a  maximum  improvement 
of  only  2.  9  dB.  This  maximum  occurred  on  the  two  events  at  the  frequency 
of  the  unphased  summation's  maximum  noise  attenuation. 
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Figure  22.  Noise  attenuation  achieved  by  the  unphased  sum  and  the  phased  sum  relative  to 

an  average  individual  for  a  noise  sample  recorded  at  UBSO  on  13  November  1969 
(phased  sum  beamed  to  a  Rayleigh  wave  from  the  southeast) 
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Figure  Z3.  Noise  attenuation  achieved  by  the  unphased  sum  and  the  phased  sum  relative 
an  average  individual  for  a  noise  sample  recorded  at  UBSO  on  26  November 
(phased  sum  beamed  to  a  Rayleigh  wave  from  the  southwest) 
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Figure  24.  Noise  attenuation  achieved  by  the  unphased  sum  and  the  phased  sum  relative  to 

an  average  individual  for  a  noise  sample  recorded  at  UBSO  on  18  December  1969 
(phased  sum  beamed  to  a  Rayleigh  wave  from  the  northwest) 
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The  phased  summation  on  18  December  (figure  27)  event  shows  the  eifect  of 
noise  on  a  beam  steered  to  the  direction  of  a  strong  noise  source.  The  phased 
?um  shows  3. 4  dB  to  slightly  over  6  dB  in  the  Rayleigh  wave  frequency  band. 
The  unphased  sum  of  this  event  shows  a  large  improvement  over  the  unphased 
summations  of  the  other  two  events  because  the  signal  is  attenuated  to  a  lesser 
degree . 

With  only  three  events,  the  degree  of  improvement  in  s ignal-to -noise  by  sum¬ 
mation  is  difficult  to  determine  accurately  because  of  the  complexity  of  the 
Rayleigh  waves  and  the  variation  in  the  noise  level  and  frequency  content. 

In  general,  the  unphased  summations  of  the  UBSO  array  show  little  improve¬ 
ment  due  to  the  large  degree  of  signal  loss.  The  phased  summation  improves 
the  signal-to-noise  more,  but  the  degree  of  improvement  varies  because  of 
the  directional  properties  of  the  noise. 
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Figure  27.  Improvement  in  s  ignal-to  -  nois  e  ratio  exhibited  by  the  unphased  sum  and  the 
phased  sum  relative  to  an  average  individual  for  a  Rayleigh  wave  recorded  at 
UBSO  on  18  December  1969  from  the  northwest 
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Figure  1.  Power  density  spectra  for  a  time  segment  containing  P,  PP,  and 
PPP  recorded  at  UBSO  on  13  November  1969  from  the  southeast 
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Figure  3.  Power  density  spectra  for  a  time  segment  containing  P,  PP,  and 
PPP  recorded  at  UBSO  on  18  December  1969  from  the  northwest 


TR  69-53,  app  1 
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Figure  6 


Power  density  spectra  for  a  Rayleigh  wave  recorded  at  UBSO 
on  18  December  1969  from  the  northwest 
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FREQUENCY  (cps) 

Figure  1.  Power  density  spectra  for  the  noise  preceding  a  teleseismic 

P  wave  recorded  at  UBSO  on  13  November  1969  from  the  southeast 
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Figure  2.  Power  density  spectra  for  the  noise  preceding  a  teleseismic 

P  wave  recorded  at  UBSO  on  26  November  1  969  from  the  southwest 
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POWER  DENSITY  (m/R/cps> 


Figure  4.  Power  density  spectra  for  the  noise  preceding  a  teleseismic 

Rayleigh  wav?  signal  recorded  at  UBSO  on  13  November  1969 
from  the  southeast 
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Figure  5.  Power  density  spectra  for  the  noise  preceding  a  teleseismic 
Rayleigh  wave  signal  recorded  at  UBSO  on  26  November  1969 
from  the  southwest 
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Figure  6.  Power  density  spectra  for  the  noise  preceding  a  teleseismic 
Rayleigh  wave  signal  recorded  at  UBSO  on  18  December  1969 
from  the  northwest 
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igure  1.  Signal-to-noise  ratios  calculated  for  a  teleseismic  P  wave 
re  corded  at  UBSO  on  13  November  1969  from  the  southeast 
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igure  2.  Signal-to-noise  ratios  calculated  for  a  teleseismic  P  wave 
recorded  at  UBSO  on  26  November  1969  from  the  southwest 
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UNPHASED  SUMMATION 
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Figure  5.  Signal-to -noise  ratios  calculated  for  a  Rayleigh  wave 

recorded  at  UBSO  on  26  November  1969  from  the  southwest 
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